[Error and quality control in clinical electrolyte analysis measurements].
The source of measure error and how to control the quality, reduce error, increase examination quality are described in the paper in clinical electrolyte analysis and measurements. The related factors include patient readiness, sample collection and preparation, condition of the instrument and reagents, data management, result report and so on.